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INTRODUCTION

Bone metastases can occur in up to 48% of patients with 
stage IV lung cancer [1,2], as well as in patients with other 
common primary solid tumors, such as breast cancer, pros-
tate cancer [3] and renal carcinoma [4]. Symptomatic spinal 
metastases may develop in up to 10% of cancer patients [5]. 
Bone metastases often lead to increased bone resorption, 
which may cause fractures, spinal cord compression, and 
severe bone and neuropathic pain [5-7]. Metastatic spinal cord 

compression is a common complication of cancer, with back 
pain being a common symptom, and can present as an onco-
logic emergency [8].

Conventional radiotherapy, delivered in 5 to 20 daily frac-
tionations, can provide pain relief in approximately 70% to 80% 
of patients with spinal metastasis within three months [9,10]. 
However, it is not used to treat recurrent spinal metastases. 
Stereotactic body radiation therapy (SBRT) has become a rec-
ognized treatment for spinal metastases, providing rapid pain 
relief (i.e., within 24–72 hours) in 84% to 90% of patients that 
lasts for 1 year or longer [4,5,10-12]. It is especially beneficial 
for patients who are not candidates for surgical therapy [4]. 
The CyberKnife system (Accuracy, Inc., Sunnyvale, CA) is a 
stereotactic radiosurgery platform that provides real-time 
image tracking of internal anatomical structures (e.g.,  the 
skull). This enables monitoring of the position of lesion, align-
ment of the independent beams to treatment target, and rel-
atively precise delivery of radiation of 100 to 150 independent 
beams at a prespecified distance, to avoid or reduce expo-
sure of radiosensitive organs, such as the spinal cord [10]. Its 
robotic arm has 6 axes of freedom, and is coupled with two 
ceiling-mounted X-ray cameras for monitoring target posi-
tion  [10]. The CyberKnife system has a unique Xsight spine 
tracking mode, which allows real-time tracking of changes in 
the target area of the spine and the control of position error 
within a range of 0.53 ± 0.16 mm during treatment [13]. The 
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CyberKnife system provides better pain control compared to 
routine radiotherapy, and thereby provides a more precise and 
safer treatment  [5,10,13]. Dosimetric characterization of the 
CyberKnife for spinal metastases typically ranges from 8 Gy 
to 24 Gy for a single dose, and from 18 Gy to 36 Gy for mul-
tiple fractions [14]. The dose fall-off gradient can be used for 
evaluating the quality of treatment plan and selecting different 
treatment methods [15].

We hypothesized that the dose administered with the 
CyberKnife and/or the primary direction of beams may affect 
the dose fall-off variables. Thus, the objective of this study was 
to determine the relationship between the primary directions 
of beams towards the target area in the CyberKnife system and 
the tendency of dose fall-off along the different directions.

MATERIALS AND METHODS

Patients

Patients with a single spinal metastasis, who were admit-
ted to our hospital between November 2011 and August 2013 
and were expected to survive more than 6  months, were 
recruited to this study. The inclusion criteria were a Karnofsky 
Performance Status (KPS) score greater than 65 and Tumor, 
Node, Metastasis (TNM) stage IV at the time of diagnosis. 
Patients in whom bone metastases were found after surgery 
were excluded.

This study was approved by the Institutional Review Board 
of our hospital, and all patients provided written informed 
consent.

Scanning and definition of the target area and 
important organs

The patient was placed in the supine position and fixed 
with vacuum pads. Computed tomography (CT) locating was 
performed using the Philips Brilliance CT Big Bore CT scan-
ner (Netherlands), and the slice thickness was 1.5  mm. The 
obtained images were transferred to the MultiPlan 4.0.2 sys-
tem via DICOM to outline the target area and organs at risk.

The medical physicists outlined the target area and organs 
at risk on the CT images, as previously described [16]. The tar-
get areas included gross tumor volume (GTV) and planned 
target volume (PTV). GTV was identified by extrapolating 
images from magnetic resonance imaging (MRI) or positron 
emission tomography (PET)-CT, and outlining the tumor area 
on the CT images. The PTV was defined with 3 mm margins 
beyond the GTV in all dimensions. Because the metastases 
of all patients were located in the thoracic region, the organ 
at risk was the region of spinal cord exposed on the CT bone 
window. Radiation myelopathy rarely occurs, and thus the 
musculature is not considered an organ at risk.

Maximum dose (Dmax) was considered the center, and was 
calculated as the highest point by the planning system for each 
patient. The 70% isodose line, instead of the median (80%) iso-
dose line (70–94%), was used to cover the PTV in accordance 
with the characteristics of the CyberKnife system.

Treatment plan design and dosing

The target area and organs at risk were outlined using the 
MultiPlan 4.0.2 in the CyberKnife system, and a SBRT plan 
was designed for each patient. The SBRT used two collimators 
and the dose rate was 800 cGy/min. The extent of target area 
coverage was increased as much as possible, while the dose 
limits for normal organs were maintained. Each treatment 
plan guaranteed that 70% of the isodose line covered more 
than 85% of the target volume. The dose distribution is shown 
in Figure 1.

The collimator size was selected according to the target 
volume and clinical experience, and was thus different in each 
patient. In general, a collimator size of 1/3 and 2/3 of maximal 
diameter will achieve the best results, which is also recom-
mended by the CyberKnife system.

A dose of 40 Gy was administered in five fractions to the 
PTV of patients with vertebral and pedicle metastasis. These 
patients had primary gastric, lung, or rectal cancer; KPS scores 
of 65 to 75; and a GTV of <5 mm to the spinal cord. The dose 
limit for the spinal cord in the five-fraction treatment mode 
was: Dmax < 30 Gy, V22.5 < 0.25 ml, and V13.5 < 1.2 ml [17].

A dose of 33 Gy was given in three fractions to the PTV 
of patients with a single vertebral metastasis. These patients 
had primary lung or nasopharyngeal cancer, and a distance of 
<5 mm between the GTV and spinal cord. Dose limit for the 
spinal cord in the three-fraction treatment mode was Dmax < 
22 Gy, V18 < 0.25 ml, and V11.1 < 1.2 ml [17].

A number of methods were used to assure target coverage 
and decrease of radiation dose to the spinal cord: several cold 
help regions were defined in the target area to improve the 
coverage; 8 shells with different diameters and different dose 
limitations were defined around the tumor to control the low-
dose area; 3–5 hot help structures were defined in the spinal 
cord area to reduce the dose received by the spinal cord.

Measurement of parameters related to the dose 
gradient

The point of maximum dose was taken as the center, and 
the line connecting it with the spinal cord center was con-
sidered to be the direction of the spinal cord (direction 1; 
Figure 2). The other three directions, evenly spaced 90° apart, 
were designated as direction 2, 3, and 4 (Figure 2).

For measurement of absolute dose fall-off, the distance 
between two adjacent points of dose fall-off of 100 cGy was 
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measured between the starting point of prescribed dose and 
the point of its 30% dose (Figure  3). The relative dose fall-off 

distance was the distance between two adjacent points of dose 
fall-off 5% from the starting point of maximum dose to the point 

FIGURE 1. Dose distribution of the treatment plan and dose-volume histogram.

FIGURE 2. Diagram of the reference directions. The red point denotes the Dmax. The green point denotes the center of the spinal 
canal. The outer red line denotes the contour of the PTV. The inner red line denotes the contour of the GTV. The green line denotes 
the contour of the spinal canal. The blue arrows denote the direction 1, 2, 3, and 4. Dmax: Maximum dose; GTV: Gross tumor vol-
ume; PTV: Planned target volume.
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of 30% dose (Figure 4). For measurement of the dose fall-off per 
unit distance, the changes in dose were measured every 1 mm 
from the starting point extending outwards from the starting 
point of maximum dose to a point 30 mm away (Figure 5).

Statistical analysis

Gender was reported as number (%). All continuous 
variables were expressed as mean ± standard deviation. 

FIGURE 3. Measurement of absolute dose fall-of distance. The double-ended red arrows indicate the range of measurements. 
The red point denotes the Dmax. The blue arrows denote the direction 1, 2, 3 and 4. Dmax: Maximum dose.

FIGURE 4. Measurement of relative dose fall-off distance. The double-ended red arrows indicate the range of measurements. The 
red point denotes the Dmax. The blue arrows denote the direction 1, 2, 3 and 4. The black point denotes the center of tumor. The 
black arrow denotes the direction from the center of tumor to the center of the spinal canal. Dmax: Maximum dose.
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Nonparametric statistical analysis was used in this study. Post-
hoc pairwise comparison was performed using Wilcoxon 
signed-rank test with a significance level of 0.05. The Friedman 
test was used to compare differences among different direc-
tions in the two treatment groups. Treatment differences were 
compared in different directions using the Mann-Whitney U 
test. All statistical tests were 2-sided, and evaluated at the 0.05 
level of significance. Statistical analyses were performed by 
IBM SPSS statistical software version 22 for Windows (IBM 
Corp., Armonk, New York, USA).

RESULTS

A total of 8 patients (6 males and 2 females) with metas-
tases in the thoracic spine and a mean age of 58.4 years were 
included in the study. Patients’ demographic data, health sta-
tus, and location of thoracic spine metastasis are shown in 
Table 1 and S1. Five patients had primary lung carcinoma, and 
the other 3 had nasopharyngeal carcinoma, gastric adenocar-
cinoma or rectal adenocarcinoma. The thoracic spine metas-
tases were at the first thoracic vertebra (T1) in 2 patients, T5 in 
1, T9 in 2, T10 in 2, and T11 in 1 patient.

The single metastasis in 4 patients extended into the ver-
tebra and the pedicle (patients treated with 40  Gy/5 frac-
tions). The PTV had a median volume of 22.99 cc (range 
4.58–28.61 cc), a median isodose value of 69% (range 65–70%), 
and median coverage of 91.95% (range 74.61–94.9%).

In 4 patients, the single metastasis involved only the ver-
tebra (patients treated with 33 Gy/3 fractions). The PTV had 
a median volume of 12.42 cc (range 7.4–27.3 cc), a median 
isodose value of 70% (range 70–80%), and median coverage of 
90.52% (range 88.6–96.2%).

Comparison of the dose fall-off parameters in the 
target area
Absolute dose fall-off rate

The patients treated with 40 Gy/5 fractions had an average 
dose fall-off rate from the point of the prescribed dose (tumor 
margin) to the specified spinal cord dose (Dmax < 3000 cGy) of 
0.175 mm/100 cGy. The average dose fall-off rates in the four 
directions were significantly different [0.208, 0.720, 0.661, and 
0.811 mm/100 cGy; p < 0.001] (Table 2). For example, the abso-
lute dose fall-off rate in directions 2, 3, and 4 was significantly 
lower than in direction 1 (all p < 0.05). The absolute dose fall-off 

FIGURE 5. Measurement of dose fall-off per unit distance. The double-ended red arrows indicate the range of measurements. 
The red point denotes the Dmax. The blue arrows denote the direction 1, 2, 3 and 4. Dmax: Maximum dose.

TABLE 1. Patient characteristics

Characteristic Total (N=8)
Treatment

40 Gy/5 F (n=4) 33 Gy/3 F (n=4)
Age 58.4±11.5 66.8±9.5 50.0±5.7
Gender

Female 2 (25.0) 1 (25.0) 1 (25.0)
Male 6 (75.0) 3 (75.0) 3 (75.0)

KPS 76.3±7.9 70.0±5.8 82.5±2.9

Continuous variables are shown as mean±standard deviation; categorical 
variables as number (percentage). KPS: Karnofsky Performance Status; 
F: Fraction
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rate in direction 4 was significantly lower than in directions 2 
and 3 (both p < 0.05), but that in direction 3 was significantly 
higher than that in direction 2 (p < 0.05).

The patients treated with 33 Gy/3 fractions had an average 
dose fall-off rate from the point of prescribed dose to the spec-
ified spinal cord dose (Dmax < 2200 cGy) of 0.255 mm/100 cGy. 
The average dose fall-off rates in the four directions were sig-
nificantly different [0.287, 0.670, 1.018, and 0.721 mm/100 cGy; 
p < 0.001] (Table  2). The average dose fall-off rate in direc-
tions 2, 3, and 4 was significantly lower than in direction 1 (all 
p < 0.05). The average dose fall-off rate in directions 3 and 4 
was significantly lower than in direction 2 (both p < 0.05), but 
the dose fall-off rate in direction 4 was significantly higher than 
that in direction 3 (p < 0.05). In addition, the absolute dose fall-
off rates in directions 1 and 3 in patients treated with 33 Gy/3 
fractions were significantly lower than in patients treated with 
40 Gy/5 fractions (both p < 0.05).

Relative dose fall-off distance
In patients treated with 40  Gy/5 fractions, there were 

significant differences in the relative dose fall-off distance in 
directions 1, 2, 3, and 4 (0.868, 1.477, 1.565, and 1.699 mm/5% 
Dmax, respectively; p < 0.001; Table  3). The relative dose fall-
off distances in directions 2, 3, and 4 were significantly greater 
than in direction 1 (all p < 0.05), and the relative dose fall-off 
distance in direction 4 was significantly greater than in direc-
tion 3 (p < 0.05).

In patients treated with 33 Gy/3 fractions, there were signifi-
cant differences in the relative dose fall-off distance in directions 
1, 2, 3, and 4 (0.689, 1.534, 2.364, and 1.603 mm/5 % Dmax, respec-
tively; p < 0.001; Table  3). The relative dose fall-off distances in 
directions 2, 3, and 4 were significantly greater than in direction 1 
(all p < 0.05); and it was significantly greater in direction 3 than in 
direction 2 (p < 0.05). However, the relative dose fall-off distance 
in direction 4 was significantly lower than in direction 3 (p < 0.05). 
In addition, the relative dose fall-off distance in direction 3 was 

significantly greater in patients treated with 33  Gy/3 fractions 
compared to patients treated with 40 Gy/5fractions (p < 0.05).

Dose fall-off per unit distance
In patients treated with 40 Gy/5fractions, there were signif-

icant differences in the dose fall-off per unit distance in all four 
directions (353.628, 221.955, 243.669, and 196.428 cGy/mm; 
p < 0.001; Table 4). The dose fall-off per unit distance in direc-
tions 2, 3, and 4 were significantly lower than in direction 1 (all 
p < 0.05). The dose fall-off per unit distance in direction 3 was 
significantly higher than in direction 2 (p < 0.05) and direction 
4 (p < 0.05).

In patients treated with 33 Gy/3 fractions, there were sig-
nificant differences in the dose fall-off per unit distance in all 
four directions (266.269, 191.784, 148.6, and 174.945 cGy/mm; p 
< 0.001; Table 4). The dose fall-off per unit distance in directions 
2, 3 and 4 was significantly lower than in direction 1 (all p < 0.05). 
The dose fall-off per unit distance was the highest in direction 
1, followed by direction 2, direction 4 and direction 3 (p < 0.05). 
In addition, the patients receiving 40 Gy/5 fractions had signifi-
cantly higher dose fall-off per unit distance in directions 1 and 3 
than the patients treated with 33 Gy/3 fractions (both p < 0.05).

DISCUSSION

The main findings of this study on CyberKnife treatment of 
spinal cord metastasis are that patients treated with a dose of 
33 Gy in 3 fractions have lower absolute dose fall-off in direc-
tions 1 and 3 compared to patients treated with a dose of 40 Gy 
in 5 fractions, as well as a sharper and faster relative dose fall-off 
in directions 1 and 3 and a lower dose fall-off per unit distance. 
Both dosing patterns (i.e., 8 Gy × 5 and 11 Gy × 3) are commonly 
used in clinical practice. The biological equivalent dose (BED) 
was similar between the two patterns (BED40 Gy × 5 = 72 Gy; 
BED33 Gy × 3 = 69.3 Gy), and the efficacy was also comparable. 
In designing the treatment plans, the dosing pattern and spinal 

TABLE 2. Absolute dose fall-off rate

Treatment
Absolute dose fall-off rate (mm/100 cGy)

pFalling rate from the point of prescribed dose to the 
specified spinal cord dose Direction 1 Direction 2 Direction 3 Direction 4

40 Gy/5F 0.175±0.026 0.208±0.086 0.720±0.882a 0.661±0.785ab 0.811±0.684abc <0.001*
33 Gy/3F 0.255±0.042 0.287±0.078† 0.670±0.420a 1.018±0.594ab† 0.721±0.507abc <0.001*

*Significant difference among the 4 directions, p<0.05; aSignificant difference from direction 1, p<0.05; bSignificant difference from direction 2,  
p<0.05; cSignificant difference from direction 3, p<0.05; †Significant difference between 40 Gy/5F and 33 Gy/3F, p<0.05; F: Fraction

TABLE 3. Relative dose fall-off distance

Treatment
Relative dose fall-off distance (mm/5% Dmax) p

Direction 1 Direction 2 Direction 3 Direction 4
40 Gy/5F 0.868±0.602 1.477±0.822a 1.565±1.585a 1.699±0.904ac <0.001*
33 Gy/3F 0.689±0.161 1.534±1.024a 2.364±1.220ab† 1.603±0.628ac <0.001*

*Significant difference among the 4 directions, p<0.05; aSignificant difference from direction 1, p<0.05; bSignificant difference from direction 2, p<0.05; 
cSignificant difference from direction 3, p<0.05; †Significant difference between 40 Gy/5F and 33 Gy/3F, p<0.05; F: Fraction; D

max
: Maximum dose
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cord limitations were different; both were difficult to determine, 
although the dosing pattern was more difficult. Thus, the use of 
both patterns is clinically relevant, as both may provide evidence 
for dose selection in the future. In addition, our results showed 
differences in the dose-fall between the two dosing patterns.

Heron et al. found that both single session and multisession 
CyberKnife treatments to spinal metastasis provided effec-
tive pain relief for up to 1 year and local tumor control up to 
2 years [18]. In another study, multivariate analysis showed that 
spinal cord compression and Eastern Cooperative Oncology 
Group (ECOG) performance status were significantly associ-
ated with pain relapse [7]. Nieder et al. showed that about half 
of the patients receiving SBRT for palliative treatment of spi-
nal or brain metastases had a primary lung cancer [19], which 
is similar to our patient population. In the current study, we 
investigated whether the primary direction of the CyberKnife 
treatment affected the rate of dose fall-off, which could in turn 
affect the dose delivered to the spinal column.

The results of our study indicated that the absolute dose 
fall-off rate was significantly different among the four direc-
tions examined, and was significantly different between the 
two groups in directions 1 and 3. Although Lee et al. did not 
examine the dose fall-off in different directions, they reported 
that the homogeneity ratio of CyberKnife treatment plans in 
2 patients with thoracic spinal metastasis was 1.23 and 1.25 [7]. 
In comparison, Hossain et al. reported that the average per-
centage of dose fall-off for the treatment of prostate cancer 
was 2.9 ± 0.8%/mm in the anterior direction, 3.8 ± 1.6%/mm 
in the posterior direction, and 3.6 ± 0.4%/mm in all direc-
tions [20]. Our results showed that the dose fall-off was rela-
tively rapid in the direction of the spinal cord, according to the 
parameters set in the development of treatment plan. Of note, 
the CyberKnife Xsight Spine Tracking System corresponds to 
81 associated locating points via the point of interest during 
DRR and real-time imaging, carries out non-rigid image reg-
istration, and realizes real-time tracking of the target area to 
achieve a treatment error of less than 0.53 mm [13].

In the present study, we found that the dose fall-off rate 
in the direction of the spinal cord was significantly steeper in 
the patients treated with a dose of 40 Gy than in the patients 
treated with a dose of 33 Gy. A possible reason is that the tar-
get area in the patients treated with 33 Gy included only the 
vertebral body, and it was easy to reach the spinal cord dose 
limit. In comparison, the patients treated with 40 Gy included 

the vertebral body together with the pedicle. Therefore, in the 
patients treated with 33 Gy, the dose distribution interval was 
relatively loose and the dose fall-off gradient was relatively slow.

The four directions selected in this study for dose fall-off 
investigation are not as common as anterior to the target volume, 
posterior to the target volume, and others. We selected appro-
priate directions for the investigation of dose fall-off after careful 
consideration. A few studies have investigated the dose fall-off in 
SBRT, and the previous methods used for intensity-modulated 
radiation therapy (IMRT) are not applicable. Thus, in this study 
we applied the newer standards. Dmax was used only for the selec-
tion of direction and not as the starting point for the dose fall-off 
analyses. We studied the region spanning from the prescribed 
dose point to the 30% dose line. The prescribed dose basically 
covered the PTV. The spinal cord should be protected and, 
because it is close to the target lesion, the dose must be strictly 
controlled. The distance between different isodose lines and 
Dmax reflects the actual dose fall-off. If other points are used (such 
as tumor center), there might be a bias. As shown in Figure 3 
(black arrow), the direction from Dmax to the spinal cord center 
is vertical to the isodose line. If the direction is selected from 
the tumor center, the distance is shortened and the dose fall-off 
rate increases, which is incorrect. We believe that the distance 
between Dmax and isodose lines may better reflect the dose fall-
off. With other radiation techniques, such as three-dimensional 
conformal radiotherapy (3DCRT) and IMRT, the PTV is usually 
at some distance from normal tissues. For example, in lung can-
cer the distance between the PTV and the spinal cord is typically 
larger than 5 cm, and thus the selection of direction may not sig-
nificantly bias the results. In the present study, the PTV was close 
to the spinal cord, and a difference in the starting point of even 
1 mm only will significantly impact the outcome. Another study 
has also calculated the conformity index using Dmax [21].

There are a number of limitations to this study. First, the 
study included only 8 patients, and two different doses were 
used. Second, the selection of the center measurement point 
did not perfectly reflect the intent of an individual plan because 
the pathway from the maximum dose point to the spinal cord 
center might not be the shortest route. Third, because the pre-
scribed dose in the tumor was normalized to 70% during the 
treatment plan design, some data inside the target area had 
to be discarded during statistical analysis. Lastly, we did not 
compare CyberKnife dose fall-off with other devices for radi-
ation delivery.

TABLE 4. Dose fall-off per unit distance

Treatment
Dose fall-off per unit distance (cGy/mm)

p
Direction 1 Direction 2 Direction 3 Direction 4

40 Gy/5F 353.628±160.482 211.955±86.628a 243.669±106.301ab 196.428±85.093ac <0.001*
33 Gy/3F 266.269±94.408† 191.784±61.373a 148.600±47.778ab† 174.945±55.814abc <0.001*

*Significant difference among the 4 directions, p<0.05;  aSignificant difference from direction 1, p<0.05; bSignificant difference from direction 2, p<0.05; 
cSignificant difference from direction 3, p<0.05; †Significant difference between 40 Gy/5F and 33 Gy/3F, p<0.05; F: Fraction
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CONCLUSION

The Cyberknife provides rapid dose fall-off towards the spinal 
cord during the treatment of spine metastasis, which may protect 
the spinal cord from radiation-induced injury. The dose fall-off 
was different among the four directions, as well as between the 
patients treated with 40  Gy/5 fractions and those treated with 
33 Gy/3 fractions, suggesting that optimal target area conforma-
tion plays a very important role in the protection of organs at risk.

REFERENCES

[1] Katakami N, Kunikane H, Takeda K, Takayama K, Sawa T, Saito H, 
et al. Prospective study on the incidence of bone metastasis (BM) 
and skeletal-related events (SREs) in patients (pts) with stage IIIB 
and IV lung cancer-CSP-HOR 13. J Thorac Oncol 2014;9(2):231-8. 

 https://doi.org/10.1097/JTO.0000000000000051.
[2] Kuchuk M, Kuchuk I, Sabri E, Hutton B, Clemons M, Wheatley-

Price P. The incidence and clinical impact of bone metastases in 
non-small cell lung cancer. Lung Cancer 2015;89(2):197-202. 

 https://doi.org/10.1016/j.lungcan.2015.04.007.
[3] Hernandez RK, Adhia A, Wade SW, O’Connor E, Arellano J, 

Francis K, et al. Prevalence of bone metastases and bone-targeting 
agent use among solid tumor patients in the United States. Clin 
Epidemiol 2015;7:335-45. 

 https://doi.org/10.2147/CLEP.S85496.
[4] Greco C, Pares O, Pimentel N, Moser E, Louro V, Morales X, et al. 

Spinal metastases: From conventional fractionated radiotherapy to 
single-dose SBRT. Rep Pract Oncol Radiother 2015;20(6):454-63. 

 https://doi.org/10.1016/j.rpor.2015.03.004.
[5] Chang UK, Youn SM, Park SQ, Rhee CH. Clinical results of 

cyberknife(r) radiosurgery for spinal metastases. J  Korean 
Neurosurg Soc 2009;46(6):538-44. 

 https://doi.org/10.3340/jkns.2009.46.6.538.
[6] Falk S, Dickenson AH. Pain and nociception: Mechanisms of can-

cer-induced bone pain. J Clin Oncol 2014;32(16):1647-54. 
 https://doi.org/10.1200/JCO.2013.51.7219.
[7] Lee S, Chun M. Pain relief by Cyberknife radiosurgery for spinal 

metastasis. Tumori 2012;98(2):238-42. 
 https://doi.org/10.1177/030089161209800210.
[8] Robson P. Metastatic spinal cord compression: A rare but import-

ant complication of cancer. Clin Med (Lond) 2014;14(5):542-5. 
 https://doi.org/10.7861/clinmedicine.14-5-542.
[9] Wu JS, Wong R, Johnston M, Bezjak A, Whelan T, Cancer Care Ontario 

Practice Guidelines Initiative Supportive Care Group. Meta-analysis 
of dose-fractionation radiotherapy trials for the palliation of painful 
bone metastases. Int J Radiat Oncol Biol Phys 2003;55(3):594-605. 

 https://doi.org/10.1016/S0360-3016(02)04147-0.
[10] Finn MA, Vrionis FD, Schmidt MH. Spinal radiosurgery for meta-

static disease of the spine. Cancer Control 2007;14(4):405-11. 

 https://doi.org/10.1177/107327480701400411.
[11] Wang XS, Rhines LD, Shiu AS, Yang JN, Selek U, Gning I, et al. 

Stereotactic body radiation therapy for management of spinal 
metastases in patients without spinal cord compression: A  phase 
1-2 trial. Lancet Oncol 2012;13(4):395-402. 

 https://doi.org/10.1016/S1470-2045(11)70384-9.
[12] Hayashi S, Tanaka H, Hoshi H. Palliative external-beam radiother-

apy for bone metastases from hepatocellular carcinoma. World J 
Hepatol 2014;6(12):923-9. 

 https://doi.org/10.4254/wjh.v6.i12.923.
[13] Antypas C, Pantelis E. Performance evaluation of a CyberKnife G4 

image-guided robotic stereotactic radiosurgery system. Phys Med 
Biol 2008;53(17):4697-718. 

 https://doi.org/10.1088/0031-9155/53/17/016.
[14] De Bari B, Alongi F, Mortellaro G, Mazzola R, Schiappacasse L, 

Guckenberger M. Spinal metastases: Is stereotactic body radia-
tion therapy supported by evidences? Crit Rev Oncol Hematol 
2016;98:147-58. 

 https://doi.org/10.1016/j.critrevonc.2015.11.002.
[15] Paddick I, Lippitz B. A  simple dose gradient measurement 

tool to complement the conformity index. J  Neurosurg 
2006;105 Suppl:194-201. 

 https://doi.org/10.3171/sup.2006.105.7.194.
[16] Cox BW, Spratt DE, Lovelock M, Bilsky MH, Lis E, Ryu S, et al. 

International Spine Radiosurgery Consortium consensus guide-
lines for target volume definition in spinal stereotactic radiosurgery. 
Int J Radiat Oncol Biol Phys 2012;83(5):e597-e605. 

 https://doi.org/10.1016/j.ijrobp.2012.03.009.
[17] Timmerman RD. An overview of hypofractionation and introduc-

tion to this issue of seminars in radiation oncology. Semin Radiat 
Oncol 2008;18(4):215-22. 

 https://doi.org/10.1016/j.semradonc.2008.04.001.
[18] Heron DE, Rajagopalan MS, Stone B, Burton S, Gerszten PC, 

Dong X, et al. Single-session and multisession CyberKnife radiosur-
gery for spine metastases-University of Pittsburgh and Georgetown 
University experience. J Neurosurg Spine 2012;17(1):11-8. 

 https://doi.org/10.3171/2012.4.SPINE11902.
[19] Nieder C, Haukland E, Mannsaker B, Pawinski A, Dalhaug A. Early 

palliative radiation therapy in patients with newly diagnosed can-
cer: Reasons, clinical practice, and survival. Pract Radiat Oncol 
2015;5(5):e537-42. 

 https://doi.org/10.1016/j.prro.2015.02.008.
[20] Hossain S, Xia P, Huang K, Descovich M, Chuang C, Gottschalk AR, 

et al. Dose gradient near target-normal structure interface for non-
isocentric CyberKnife and isocentric intensity-modulated body 
radiotherapy for prostate cancer. Int J Radiat Oncol Biol Phys 
2010;78(1):58-63. 

 https://doi.org/10.1016/j.ijrobp.2009.07.1752.
[21] Kathriarachchi V, Shang C, Evans G, Leventouri T, Kalantzis 

G. Dosimetric and radiobiological comparison of CyberKnife 
M6™ InCise multileaf collimator over IRIS™ variable collima-
tor in prostate stereotactic body radiation therapy. J  Med Phys 
2016;41(2):135-43. 

 https://doi.org/10.4103/0971-6203.181638.

Related articles published in BJBMS
1. Extracorporeal shock waves lithotripsy versus retrograde ureteroscopy: is radiation exposure a criterion when we choose which 

modern treatment to apply for ureteric stones?
 Catalin Pricop et al., BJBMS, 2014
2. Outcomes and prognostic factors for patients with cervical esophageal cancer undergoing definitive radiotherapy or 

chemoradiotherapy
 Xin-xin Du et al., BJBMS, 2019

http://www.bjbms.org/ojs/index.php/bjbms/article/view/254
http://www.bjbms.org/ojs/index.php/bjbms/article/view/254
http://www.bjbms.org/ojs/index.php/bjbms/article/view/3873
http://www.bjbms.org/ojs/index.php/bjbms/article/view/3873


Zhongjian Ju, et al.: CyberKnife SBRT dose gradient

Bosn J Basic Med Sci. 2020;20(1):131-139 139 www.bjbms.org

TABLE S1. Individual patient data

Regimen Sex Age Diagnosis Location of metastasis KPS score
40 Gy/5F Male 65 Thoracic spine metastasis after surgery for rectal cancer T9 75

Female 54 Thoracic spine metastasis after surgery for gastric cancer T1 75
Male 73 Thoracic spine metastasis from lung adenocarcinoma T2 65
Male 75 Thoracic spine metastasis from lung cancer T4 65

33 Gy/3F Male 53 Thoracic spine metastasis after radiotherapy for nasopharyngeal cancer T11 80
Male 56 Thoracic spine metastasis from lung cancer T9 85
Male 48 Thoracic spine metastasis from lung cancer T10 85
Female 43 Thoracic spine metastasis after radiotherapy following surgery for lung cancer 

of the right upper lobe
T10 80

KPS: Karnofsky Performance Status; F: Fraction
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